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ABSTRACT 


The  work  reported  in  this  thesis  used  readily  available  components  to  implement  a  data 
acqui^tion  ^stem  for  a  pulsed  ultrasonic  data  collection  facility.  Use  of  hardware  with 
controlling  software  is  necessary  to  collect  waveforms  of  acoustic  potential  at  a  given 
distance  from  the  transmitting  source.  Precise  movement  and  positioning  of  an  acoustic 
receiver  in  the  collection  plane  is  accomplished  by  use  of  an  xy  coordinate  motor>driven 
slide  assembly.  A  signal  generator  and  transient  di^tizer  transmit  and  digitize  the  signal, 
respectively.  These  components  are  brought  together  synchronously  using  Lab  VIEW 
instrumentation  software.  This  work  provides  an  efficient  means  to  collect  waveform  data 
which  can  be  used  to  verify  computer  code  written  previously  for  the  purpose  of  modeling 
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I.  INTRODUCTION 


The  angular  spectrum  approach  is  a  widely  used  tool  to  explore  the  propagation 
characteristics  of  continuous  ultrasonic  sources  [Ref  1].  Associated  mathematics  for  this 
technique  are  well  understood  and  are  useful  in  analyzing  and  predicting  acoustic 
diffraction  patterns  emitted  by  ultrasonic  and  optical  sources  [Ref  2],  Many  practical 
applications  use  pulsed  sound  instead  of  continuous  sound  for  acoustic  imaging,  tissue 
characterization,  and  other  specialized  functions  such  as  mine  detection.  Computer 
programs  have  been  developed  for  prediction  of  the  diffraction  patterns  from  pulsed 
sources,  allowing  time-efficient  reconstruction  and  simulation  of  patterns  [Ref  3]. 
However,  this  simulated  data  must  be  verified  with  experimental  data.  The  purpose  of  this 
thesis  was  to  construct  and  synthesize  a  pulsed  ultrasonic  collection  facility,  using  readily 
available  components,  which  could  collect  these  waveform  diffraction  patterns. 

Using  the  measured  waveform  from  the  collection  facility,  diffraction  patterns  can  be 
reconstructed  and  compared  with  those  simulated  on  computer.  The  collection  facility  is 
needed  in  order  to  confirm  that  previously  written  computer  code  is  valid  and  reasonable 
and  that  the  simulated  diffraction  patterns  are  accurate.  The  collection  facility  described 
here  enables  numerous  sets  of  waveform  data  to  be  collected  using  various  combinations 
of  transmitters  and  receivers.  Operator  controls  are  at  a  minimum  so  data  collection  can  be 
implemented  in  a  short  period  of  time.  The  receiving  plane  utilized  in  the  program  can  also 
be  resized  to  accommodate  user-defined  requirements. 
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Chapter  II  of  this  thesis  consists  of  a  problem  description,  including  both  hardware  and 
peripheral  software  components  used  to  implement  the  system.  Chapter  III  provides 
program  explanations  of  COLLECT.  VI  code  and  how  it  was  used  to  implement  the 
collection  facility  system.  System  operation  is  described  in  Chapter  IV  and  ends  with  a 
brief  discussion  on  waveform  data  format.  Following  the  summary  of  Chapter  V, 
Appendix  A  gives  the  C  programming  language  source  code  used  to  drive  the  stepper 
motors.  Appendix  B  provides  the  Lab  VIEW  graphical  source  code  for  the  collection 
facility  program  COLLECT.  VI. 


II.  PROBLEM  DESCRIPTION 


A  general  ultrasonic  data  collection  facility  consists  of  a  water  tank,  scanning  device, 
pulse  generator,  waveform  digitizer,  and,  for  a  central  point  of  control  for  all  these 
devices,  a  computer.  (See  Figure  1.)  The  water  tank  is  the  facility  which  confines  the 
acoustic  medium.  The  motor  driven  scanning  device,  transmitter,  receiver,  and  associated 
mounting  hardware  are  used  for  acoustic  wave  collection  within  the  facility.  A  pulse 
generator  is  needed  to  drive  the  transmitter  and  a  digitizer  is  used  for  analog-to-digital 
conversion  of  the  data.  The  digitizer  puts  the  signal  in  a  format  which  can  be  easily 
recorded  to  disk  on  a  Bernoulli  drive.  A  computer  enables  synchronization  of  all  these 
components. 

For  assembly,  necessary  components  had  to  be  identified.  The  water  tank,  xy 
coordinate  motor  driven  slides,  and  acoustic  receiver  were  available  components  around 
which  the  system  was  built.  Other  components,  such  as  the  scanning  tank  fimne  and 
plexiglass  pieces,  were  fabricated  to  nominal  system  specifications.  These  specifications 
were  inferred  from  other  scanning  tank  designs  and  integrated  with  facilities  available  in 
the  laboratory  [Ref  4].  Other  equipment,  such  as  pulse  generator  and  transient  digitizer, 
were  recognized  as  essential  pieces  because  their  use  could  be  controlled  via  a  General 
Purpose  Interface  Bus  (GPIB).  A  personnel  computer  (PC),  using  an  Intel  486DX  33 
MHz  processor,  served  as  the  central  point  of  control  for  all  other  hardware.  Lab  VIEW,  a 
graphical  program  for  instrumentation  control,  linked  the  different  instrumentation 
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Figure  1.  Overall  Experimental  Arrangement 


4 


and  motor  drivers.  The  following  two  sections  outline  implementation  of  both  hardware 
and  peripheral  software  in  the  collection  facility  design.  A  description  of  each  component 
is  given  along  with  how  it  is  used. 

A.  IMPLEMENTATION  OF  HARDWARE 
1.  Scanning  Tank  and  Frame 

A  scanning  tank  with  outside  dimensions  76.4  by  33.6  by  34.5  centimeters  was 
used  to  contain  the  water.  Constructed  of  aluminum  sheet  metal  and  wood,  it  was  sealed 
with  silicon  rubber  and  lined  on  the  inside  with  styrofoam.  The  styrofoam  served  to 
attenuate  acoustic  echoes.  The  tank  was  filled  with  tap  water  which  had  been  filtered  using 
an  ion  exchanger.  This  was  done  to  remove  impurities  and  provide  for  a  homogeneous 
medium  through  which  the  acoustic  waveform  could  travel.  The  tank  was  placed  on  a  cart 
that  could  be  wheeled  in  and  out  of  the  tank  frame,  in  addition  to  allowing  insertion  and 
removal  of  water. 

The  tank  frame  was  constructed  of  welded  0.6  centimeter  aluminum  bar  stock  in 
a  horizontal  rectangular  box  frame  design  so  that  it  could  be  mounted  upon  and  between 
two  laboratory  tables.  XY  motor-driven  slides  for  vertical  and  horizontal  positioning  of 
the  acoustic  receiver  were  mounted  at  one  end  of  the  frame.  A  movable  slide  was  also 
constructed  for  attachment  of  the  acoustic  transmitter.  This  slide  was  positioned  between 
the  box  rails  and  permitted  arbitrary  positioning  of  the  transmitter  within  the  water  tank 
itself.  Separate  plexiglass  mounts  were  fabricated  and  used  to  position  both  the  acoustic 
transmitter  and  receiver  in  the  water.  The  acoustic  transmitter  mount  was  attached  to  the 
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hand-adjustable  slide  and  the  receiver  mount  was  attached  to  the  y  (vertical)  motor-driven 
slide. 


2.  Stepper  Motors,  Motor  Driven-Slide,  and  Motor  Driver 

Two  stepper  motors,  in  conjunction  with  motor-driven  slides  (xy  coordinate 
motor-driven  slides),  move  the  acoustic  receiver  along  vertical  and  horizontal  axes.  For 
this  application,  the  motors  use  a  "single  step  mode"  which  means  that  for  each 
programmed  step,  the  shaft  will  turn  1.8  degrees.  As  a  reference,  5100  steps  will  move  a 
slide  2.5  centimeters  (1  inch).  [Ref  5] 

The  xy  coordinate  motor-driven  slide  incrementally  positions  the  acoustic  receiver 
during  data  acquisition.  Each  motor  drives  a  screw  upon  which  a  slide  is  attached.  The 
screws  are  approximately  53  centimeters  in  length  and  contain  eleven  threads  per 
centimeter.  One  screw  moves  the  acoustic  receiver  along  the  vertical  direction  (y-axis), 
while  the  other  moves  the  vertical  slide/acoustic  receiver  along  the  horizontal  direction 
(x-axis).  Thus,  precise  positioning  of  the  acoustic  receiver  is  accomplished  by  stepping 
(incremental  rotation  of  the  shaft)  the  motors.  [Ref  5,6] 

Current  and  voltage  supplied  to  the  motors  comes  from  a  dual  stepper  motor 
driver.  This  motor  driver  is  controlled  via  programming  language  C  code  during  data 
collection,  or  by  a  separate  Disk  Operating  System  (DOS)  program  for  manual  operation. 
The  motor  driver  is  basically  a  computer-controlled  power  supply  and  is  coimected  to  the 
PC  using  a  standard  parallel  printer  cable.  [Ref  6] 
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3.  Acoustic  Transmitter  and  Receiver 

Two  acoustic  transmitters  operating  at  2.25  MHz  were  used  and  could  be 
interchanged.  The  first  one  contained  a  rectangular  shaped  active  transmitting  area  that 
measured  5.1  by  0.65  centimeters  while  the  second  contained  a  circular  active  transmitting 
area  with  a  diameter  of  2.55  centimeters.  Both  transmitters,  used  interchangeably,  were 
connected  directly  to  the  pulse  generator  using  coaxial  cable  and  pulsed  with  one  cycle  of 
a  10  volt  amplitude  sine  wave. 

A  piezoelectric  acoustic  receiver  with  an  active  receiving  diameter  of  0.2 
centimeters  across  was  used  to  detect  the  pressure  wave  in  the  water.  Coaxial  cable 
connected  the  receiver  directly  to  an  oscilloscope. 

4.  Pulse  Generator 

A  Wavetek  Model  270  12  MHz  Programmable  Function  Generator  provided  the 
pulsed  sine  wave  to  be  transmitted.  Appropriate  values  for  frequency  (2.25  MHz), 
amplitude  (10  volts),  signal  offset  (0),  signal  mode  (burst),  function  type  (sine  wave),  and 
burst  mode  (one  cycle)  were  programmed  using  GPIB  procedures.  Although  manual 
entries  could  be  made,  the  values  were  incorporated  into  the  Lab  VIEW  program  to  allow 
autonutic  function  generator  initialization.  The  pulse  generator  was  connected  directly  to 
the  PC  using  GPIB  cable  and  to  the  transmitter  using  coaxial  cable.  An  additional  coaxial 
cable  was  connected  fi’om  the  "synchronous  output"  of  the  pulse  generator  to  the  external 
"trigger  in"  of  the  digitizer.  This  trigger  was  used  to  initiate  the  data  acquisition  process  of 
the  digitizer.  [Ref  7] 
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5.  Transient  Digitizer 

Upon  reception,  the  received  waveform  was  digitized  and  transferred  to  a  file 
This  was  done  using  Tektronix  RTD720A  Transient  Digitizer.  The  RTD720A  is  a  high 
bandwidth,  fast  sample  rate,  long  record-length  digitizer  designed  to  accurately  capture 
fast  transient  events.  A  display  provides  viewing  of  each  received  waveform  burst. 
Sampling  of  each  waveform  burst  is  accomplished  well  above  the  required  Nyquist 
frequency  and  is  digitized  to  a  record  length  of  512  bytes.  This  digitized  record  of  the 
waveform  is  what  is  actually  transferred  to  a  file  on  the  computer.  Coaxial  cable  was  used 
to  make  a  connection  between  "50  ohm  channel  1  input"  of  the  digitizer  and  from  the  rear 
"channel  1  output"  of  the  oscilloscope.  An  additional  connection  was  made  for  the  trigger 
as  mentioned  previously.  The  digitizer  is  automatically  initialized  using  GPIB  procedures 
within  the  LabVIEW  pro^^  such  that  the  received  waveform  is  captured  with  all 
necessary  details.  [Refs.  8  and  9] 

6.  Oscilloscope 

As  can  be  seen  from  Figure  1,  a  100  MHz  oscilloscope  was  used  between  the 
acoustic  receiver  and  transient  digitizer.  The  oscilloscope  was  used  in  part  as  a  tool  for 
manual  waveform  analysis.  An  additional  feature  was  that  it  provided  a  50  ohm  impedance 
output  to  match  the  digitizer  input  impedance.  Coaxial  connections  were  made  directly 
from  the  acoustic  receiver  to  the  front  panel  "channel  1  input"  of  the  oscilloscope  and 
from  the  rear  "channel  1  output"  to  the  "50  ohm  channel  1  input"  of  the  transient  digitizer. 
[Ref  10] 
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7.  Personal  Computer  (PC)/Bemoulli  Drive 

An  IBM  compatible  PC  with  an  Intel  486DX  33  MHz  processor  and  8  megabytes 
(MB)  of  random  access  memory  (RAM)  provided  a  suitable  platform  from  which  all 
software  applications  could  be  run.  The  fast  processor  speed  makes  for  easy  system 
programming/d^ugging.  All  applicable  software  for  the  collection  facility  was  loaded 
onto  the  internal  105  MB  hard  drive. 

For  waveform  data  storage,  an  Iomega  Bernoulli  Box  n  20  MB  5.25  inch 
removable  dual  external  drive  was  used.  A  single  5.25  inch  drive  was  sufficient  since  it 
satisfied  the  requirement  of  ample  storage  space  and  removability.  Data  could  then  be 
removed  and  transferred  to  another  PC  for  processing.  Writing  to  a  file  on  the  Bernoulli 
drive  is  simply  a  matter  of  specifying  the  correct  path.  An  adapter  board  and  cable  were 
provided  with  the  Bernoulli  Box  II  for  integration  into  the  PC  system.  [Ref  1 1] 

8.  National  Instruments  General  Purpose  Interface  Bus  (GPIB) 

The  GPIB  is  an  interface  system  through  which  interconnected  electronic  devices 
communicate.  In  this  case,  an  IEEE  488.2  industry  standard  AT-GPIB  board  controlled 
the  pulse  generator  and  transient  digitizer.  Incorporation  of  this  device  involved  installing 
the  AT-GPIB  board  onto  the  PC  motherboard  and  cormecting  the  cables  to  the  pulse 
generator  and  transient  digitizer.  Commands  embedded  in  the  Lab  VIEW  program 
activated  these  devices  synchronously  for  system  operation.  [Ref  12] 
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B.  IMPLEMENTATION  OF  PERIPHERAL  SOFTWARE 

1.  National  Instruments  (NI)  488.2  Software  Package 

The  NI-488.2  software  was  instatied  on  the  PC's  internal  hard  drive  under  the 
directory  "AT-GPro".  The  CONFIG.SYS  file  was  modified  so  that  the  AT-GPBB  driver 
was  loaded  each  time  the  PC  was  started.  Hardware  diagnostic  utilities,  included  with  the 
software,  were  run  to  insure  correct  AT-GPIB  board  installation.  No  other  files  included 
with  this  software  package  were  used.  All  necessary  peripheral  information  was  entered 
into  a  similar  program  contained  within  the  Lab  VIEW  environment.  [Ref  12] 

2.  ARRICK  Robotics  Software  Package 

Two  programs  within  this  software  package  were  used  to  drive  the  stepper 
motors.  All  programs  were  installed  on  the  PC's  internal  hard  drive  under  the  directory 
"MD-2".  Manual  operation  of  the  motors  was  effected  in  the  DOS  environment  using 
keyboard  commands.  Once  in  the  MD-2  directory,  the  command  "MD-2MOVE'',  typed  at 
the  DOS  prompt,  provided  manual  operation.  An  interactive  motion  control  program, 
MD-2MOVE,  displays  all  motion  control  functions  in  a  simplified  environment.  Initial 
positioning  of  the  acoustic  receiver  was  done  by  using  this  program  with  motion  control 
function  settings  as  shown  in  Table  I.  Once  the  motors  were  moved  to  their  initial 
position,  this  program  was  exited  back  to  the  DOS  environment.  The  robotics  software 
package  also  included  a  library  of  subroutines  written  in  C  programming  language  called 
MD-2SUBC.C.  These  subroutines  contained  a  collection  of  motor  control  functions  which 
were  slightly  modified  for  use  in  the  Lab  VIEW  data  collection  program.  Several  lines  of 
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code  were  written  and  merged  with  these  subroutines  to  allow  control  of  motor 
parameters  and  functions.  (See  Appendix  A  for  the  revised  code.)  The  code  was  compiled 
and  linked  to  Lab  VIEW  using  WATCOM  C/C++.  Motor  control  could  then  be  performed 
within  the  Lab  VIEW  environment.  [Ref  5] 

3.  WATCOM  C/C++  32-Bit  CompUer 

To  use  the  MD-2SUBC.C  subroutines,  it  was  necessary  to  compile  them  first 
using  WATCOM.  This  brand  of  32-bit  C  compiler  is  the  only  type  supported  by 


TABLE  I.  MOTION  CONTROL  FUNCTION  SETTINGS 
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LabVIEW.  The  compUer  was  loaded  on  the  PC's  internal  hard  drive  in  the  DOS 
environment  under  the  directory  WATCOM.  Code  modifications  were  made  to 
MD-2SUBC.C,  saved  to  a  different  name  (PREPOS.C  or  MOVE.C),  and  compiled/linked 
in  the  C;>WATCOM\BIN  subdirectory  using  the  commands  as  shown; 

C:>WATCOM\BIN  WMAKE  /F  PREPOS.LVM 

or 

C:>WATCOM\BIN  WMAKE/F  MOVE.LVM. 

The  files  PREPOS.LVM  and  MOVE.LVM  link  PREPOS.C  and  MOVE.C  into  the 
LabVIEW  operating  environment.  All  modification  and  debugging  of  PREPOS.C  and 
MOVE.C  was  accomplished  in  C:>WATCOM\BIN  subdirectory;  Appendix  A  shows  the 
actual  code  modifications.  Each  corresponding  block  of  code  was  merged  into 
MD-2SUBC.C  and  saved  under  the  appropriate  file  name.  [Refs.  5  and  13] 

The  hardware  and  peripheral  software  are  essential  components  in  the  data 
collection  system.  However,  for  full  data  collection,  it  is  necessary  for  all  components  to 
operate  synchronously.  LabVIEW  provides  the  platform  from  which  this  can  be  achieved. 


III.  LABVIEW  INSTRUMENTATION  SOFTWARE 

A.  OVERVIEW 

In  this  chapter,  all  hardware  and  peripheral  software  are  tied  together  using  Lab  VIEW 
gr^hical  programming  techniques.  An  introduction  to  LabVEEW  is  followed  with 
program  sections  as  they  occur  in  the  graphical  code,  COLLECT.  VI,  that  controls  the 

data  acquisition  facility. 

1.  Introduction 

Much  like  C  or  BASIC,  Lab  VIEW  is  a  program  development  application. 
However,  these  other  programming  systems  use  text-based  languages  to  create  lines  of 
code  vdiile  Lab  VIEW  uses  a  graphical  programming  language  to  create  programs  in  block 
diagram  form.  LabVIEW  is  a  general-purpose  programming  system  with  extensive 
libraries  of  functions  and  subroutines  which  are  identical  in  operation  to  those  in 
conventional  language  programs.  The  programs  developed  in  LabVIEW  are  called  virtual 
instruments  (Vis)  because  their  appearance  and  operation  imitate  actual  instruments.  Vis 
have  an  interactive  user  interface  called  a  front  panel  and  a  source  code  equivalent  called  a 
block  diagrcm.  The  front  panel  simulates  the  panel  of  a  physical  instrument  which  contain 
controls  and  indicators.  Data  input  is  accomplished  by  using  a  mouse  and  keyboard. 
Instructions  are  received  from  the  block  diagram  which  is  actually  a  pictorial  solution  to 
the  programming  problem.  [Ref  14] 
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The  program  designed  for  the  data  collection  system  is  called  COLLECT  VI. 
Upon  aligning  the  receiver  with  the  centeriine  axis  of  the  transmitter  face  using 
MD>2MOVE,  running  COLLECT.  VI  is  all  that  is  needed  for  data  collection.  Any  changes 
made  to  the  receiver  collection  plane  dimensions  or  instrumentation  setup  are  performed 
within  COLLECT.  VI. 

2.  Data  Collection  Program  Algorithm 

Figure  2  shows  the  general  processes  that  COLLECT.  VI  steps  through.  The 

user  sets  the  program  variables  in  the  case  selection  block.  The  variables  are  determined 
by  the  choice  of  receiving  plane  size  made  on  the  front  panel  of  the  program.  Features, 
such  as  options  to  Initialize  Wavetek  270,  Tektronix  RTD  720A,  and  Prepositioning  of 
Receiver,  were  also  built  in  for  adjusting  the  setup.  The  core  of  the  program,  called  the 
Collection  Chamber  Loop,  accomplishes  the  data  collection.  This  loop  runs  continuously 
until  completion  of  data  collection,  at  which  time  the  program  stops. 

B.  DATA  COLLECTION  PROGRAM  (COLLECT.  VI) 

The  figures  in  Appencfix  B  (Figures  3-7  and  9-28)  are  LabVIEW  graphical  code  block 
diagrams.  Each  block  diagram  depicts  operations  which  are  performed  at  that  point  in  the 
program.  In  every  block  diagram  of  Figures  3-7  and  9-28,  note  that  operations  are 
encompassed  by  a  frame  or  case  structure,  and  that  every  frame  or  case  structure 
contains  dther  a  numeral  or  a  "True"  or  "False"  label  at  the  top.  Some  structures  contain 
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other  structures,  such  that  all  inner  structures  will  complete  first,  prior  to  execution  of  the 
outer  structure.  For  example.  Figure  7  contains  a  fi^e  structure  with  the  numeral  "0"  at 


Case  Selection 

Adjust  collection  density  of 

receiving  plane. 


I 


Initialize  Wavetek  270 
and  RTD  720A  ? 


Yes 


^  Initialize 


No 


Q*reposition  receiver 
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-^Prepositoi^ 


No 


Collection  Chamber  Loop 

1.  Open  file  if  needed. 

2.  Fire  generator. 

3.  Digitize  received  waveform.] 

4.  Write  to  open  file. 

5.  Move  receiver. 
y6.  Close  file  if  needed. 


Figure  2.  COLLECT.  VI  Block  Diagram  Algorithm 
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the  top  and  a  case  structure  located  within  that  frame  with  a  numeral  "3"  at  the  top.  Note 
that  the  frame  structure  has  a  border  that  replicates  photographic  film,  thus  the  name 
frame.  The  case  structure  can  have  a  numo'a]  or  a  "True"  or  "False"  label  at  the  top  while 
the  fi^e  only  uses  a  numeral.  In  addition,  the  case  structure  uses  a  different  style  of 
border  as  can  be  seen  in  the  figure.  Another  example.  Figure  24,  contains  layered  frame 
and  case  structures.  The  outer  frame  "4"  contains  two  loops.  The  outside  loop  contains 
the  inside  loop  which  also  contiuns  a  frame  labeled  "7"  at  the  top.  Within  this  frame,  there 
is  a  case  structure  labeled  "True"  and  a  fiame  structure  labeled  "2".  The  structures  are 
sequential,  such  that  operations  within  each  structure  are  not  begun  until  the  previous 
structure's  operations  have  completed.  All  block  diagrams  are  annotated  for  easy 
interpretation  and  are  titled  "Block  Diagram  xxxx".  The  "xxxx"  are  a  combination  of 
numerals  and  or  letters  identifying  the  structure  and  to  connote  the  point  that  it  occurs  in 
the  program  sequence.  Each  figure  contains  numerous  labels  to  help  explain  block  diagram 
icon  operations.  Further  discussion  of  block  diagram  icons  can  be  found  in  the  Lab  VIEW 

User  Manual  [Ref  14]. 

1.  Front  Panel 

Operating  controls  (shown  in  Figure  3)  provide  for  the  initialization  of 
instruments,  prepositioning  of  receiver  and  for  adjusting  the  receiving  aperture  size.  The 
operator  has  a  choice  of  collection-plane  densities;  32x32,  64x64,  and  128x128,  for  actual 
data  collection,  or  a  4x4  for  testing  purposes.  Since  the  receiving  aperture  is  actually  fixed 
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at  four  inches  by  four  inches,  choosing  a  different  density  will  change  the  number  of 
collection  points  within  the  aperture.  Indicators  are  shown  at  the  bottom  right  to  keep 

track  of  receiver  position. 

2.  Case  Selection 

Selection  of  program  variables  are  shown  in  Figures  4,  5,  6,  and  7.  The  operator 
chooses  a  receiving  plane  density  and,  from  that  choice,  the  program  variables  total 
points^  raw/column  length,  and  steps  to  send  are  set.  Figures  4,  5,  6,  and  7  perform  the 
same  functions  in  regards  to  calculation  and  storage  of  values.  For  example,  if  the 
operator  chooses  a  32x32  receiving  plane  density,  the  program  will  execute  case  1  (see 
Figure  S).  Total  points  is  the  total  number  of  data  collection  points  in  the  receiving  plane 
and  is  computed  by  multiplying  32  by  32  as  shown.  This  value  is  displayed  on  the  front 
panel.  Raw/column  length  is  used  in  the  loop  structures  of  Figures  15  through  28  for 
keeping  track  of  receiver  position.  For  a  32x32  collection  density,  row/column  length  is 
32.  Steps  to  send  are  precalculated  numbers  used  in  MOVE.C.  These  values  are  the 
number  of  steps  between  each  data  collection  point.  Shown  in  Figure  8  is  an  example  of 
the  4x4  collection  density  plane.  This  model  was  extended  to  a  32x32,  64x64,  and 
128x128  collection  density  plane  for  proof  of  concept  and  calculation  purposes. 
Calculations  for  a  4x4,  32x32,  64x64,  and  128x128  collection  density  planes  and  the 
number  of  steps  needed  for  MOVE.C  are  shown  in  Table  II.  The  number  of  steps  per  inch 
was  determined  to  be  5100.  Since  the  number  of  inches 
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Fixed  4  inch  by  4  inch  receiving  plane: 


4  inches 
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Distance  between 
data  collection 
points  =  steps  to 
send  C-code. 


Figure  8.  4x4  Collection  Density  Plane 
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TABLE  II.  4x4  COLLECTION  PLANE  DENSITY  CALCULATIONS 


Collection  Density 

Steps  to  Send 

4x4 

20400  /  3  =  6800 

32x32 

20400/31  =658 

64x64 

20400  /  63  =  324 

128x128 

20400/  127=  160 

per  side  for  a  fixed  4  inch  by  4  inch  receiving  plane  is  four,  the  total  number  of  steps  per 
side  is  4  *  5100  =  20400.  Each  side  contains  N  =  4,  32,  64,  or  128  collection  points  per 
side.  Thus  the  number  of  steps  between  each  collection  point  is  20400/(N-l)  which  is  the 
value  of  steps  to  send  as  shown  in  Figures  4,  5,  6,  and  7.  For  prepositioning,  the 
transmitting  and  receiving  axes  are  collinear  and  centered  within  the  receiving  plane.  Thus, 
the  number  of  steps  necessary  to  start  data  collection  with  the  receiver  positioned  at  the 
top  left  comer  is:  steps  for  prepositioning  =  1  /  2  •  20400  =  10200  (see  Figure  13).  Note 
that  all  numbers  in  Table  II  are  rounded  to  an  even  integer.  This  is  because  MOVE.C  and 

PREPOS.C  will  only  accept  even-valued  integers. 

3.  Initialization  of  Equipment 

If  the  operator  chooses  yes  on  the  fi’ont  panel  for  Initialize  Instruments,  then 
preset  values  will  be  transmitted  to  Wavetek  270  and  Tektronix  RTD  720A,  as  shotvn  in 
the  TRUE  case  stmcture  of  Figures  9  and  10.  Shown  under  settings  within  the  border  are 
the  preset  values  transmitted.  The  operating  tool  is  used  to  change  these  values  if  needed. 
The  LabVIEW  icon  labeled  SEND  transmits  data  bytes  (preset  values)  to  the 
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corresponding  instrument  indicated  by  GPIB  address.  Mode  indicates  that  a  "End  Or 
Identity"  message  wll  be  sent  at  the  termination  of  the  data  bytes.  If  no  is  chosen  on  the 
front  panel,  all  initialization  is  bypassed  and  no  operations  will  be  carried  out  as  shown  in 
the  FALSE  case  structure  of  Figure  1 1 .  At  this  point,  manual  entnes  would  have  to  be 
made  to  the  Wavetek  270  and  Tektronix  RTD  720A  prior  to  running  the  data  collection 
program. 

4.  Wait  Time 

As  shoAvn  in  Figure  12  and  as  interspersed  throughout  the  program,  various 
structures  contain  "wait"  functions.  These  functions,  whose  icon  looks  like  a  timer,  will 
cause  the  program  to  wait  a  specified  number  of  seconds  (or  fraction  thereof),  prior  to 
moving  on  to  the  next  structure.  Thus  COLLECT.  VI  will  remain  idle  upon  executing  this 
frame.  The  purpose  is  to  allow  completion  of  previous  program  tasks  and  synchronization 
of  operations. 

5.  Prepositioning  of  Receiver 

The  operator  has  the  discretion  to  preposition  the  receiver  from  the  front  panel. 
Figure  13  executes  if>'es  is  selected  on  the  front  panel.  Shown  within  case  0  of  Figure  13 
are  Steps  for  Prepositioning  and  Code  Interface  Node.  Steps  for  prepositioning  is  the 
number  of  steps  sent  to  PREPOS.C  via  the  Code  Interface  Node  to  activate  the  stepper 
motors  and  position  the  receiver.  As  mentioned  previously  in  Chapter  II,  (under 
WATCOM  C/C++  32-Bit  Compiler),  PREPOS.C  and  MOVE.C  are  linked  into  the 
Lab  VIEW  environment.  The  Code  Interface  Node  is  the  tool  by  which  Lab  VIEW  Vi's  are 
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able  to  link  with  external  source  code  written  in  conventional  programming  languages 
The  Code  Interface  Node  of  Figure  13  is  a  block  diagram  node  associated  with  the  C 
programming  source  code  PREPOS.C.  Other  nodes  used  in  COLLECT.VI  (Figures  23, 
25,  and  27)  are  associated  with  MOVE.C.  Each  of  the  nodes  used  in  COLLECT.VI  send 
information  to  the  external  code  for  processing.  If  no  is  selected,  case  I  of  Figure  14  will 
execute.  At  this  point  COLLECT.VI  will  remain  idle,  prepositioning  will  not  occur,  and 
the  program  will  begin  data  collection  at  the  current  location. 

6.  Data  Collection  Loop 

Two  loop  structures  were  used  to  perform  the  repetitive  processes  for  data 
collection.  Outer  frame  structure  4,  as  is  common  to  Figures  15  through  28,  contain  an 
outer  loop  and  an  inner  loop.  Each  loop  contains  a  "N"  oi.  the  upper  left  comer.  This 
connotes  the  total  number  of  times  the  loop  will  repeat  and  is  always  equal  to  row/column 
length.  Thus,  each  loop  will  execute  for  N  =  4,  32,  64,  or  128  times.  The  inner  loop  will 
complete  N  cycles  for  each  of  the  N  rows  of  the  outer  loop.  V^en  the  outer  loop  reaches 
the  value  of  N,  and  the  inner  loop  completes  data  collection  over  N  columns,  the  program 
stops  and  data  collection  is  complete.  An  ”1"  located  on  the  lower  left  comer  of  each  loop 
records  the  number  of  times  the  loop  has  executed,  starting  with  the  numeral  0. 

The  outer  loop  keeps  track  of  the  receiver  row  position  and  makes  the 
determination  of  opening  a  new  file.  (A  new  file  is  opened  for  each  row.)  Outer  loop 
functions  are  shown  to  the  right  of  the  inner  loop  in  Figures  1 5  through  28.  Every  time  the 
outer  loop  executes,  a  new  file  is  opened.  (The  previously  opened  file  is  closed  by  the 


inner  loop.)  To  enumerate  each  row  correctly,  "i  +  1"  is  calculated  and  appended  to  the 
file  name  datCLtxt,  (e.g.,  datal.txt,  data2.txt,  (kita2.txu...ttc.).  Thus  a  new  file  name  is 
created  for  each  row.  This  new  file  name  is  then  appended  to  a  path  containing  the  desired 
directory  for  data  file  storage.  COLLECT.  VI  will  store  all  files  in  the  directory  name 
dat32a  on  the  external  Bernoulli  drive  d.  The  new  file  is  then  opened  for  writing. 

Iimer  loop  structures,  which  contain  iimer  firames  0  through  8  (common  to 
Figures  IS  through  28),  compromise  the  program  core.  Prior  to  digitizing,  the  Tektronix 
720A  is  armed  just  before  firing  the  pulse  generator  (Figures  IS,  16,  and  17).  Arming 
commands  are  sent  to  Tektronix  720 A  located  at  GPIB  address  20  (Figure  IS),  a  wut 
time  is  inserted  for  synchronization  (Figure  16),  and  fire  commands  are  sent  to  Wavetek 
270  located  at  GPIB  address  4  (Figure  17).  After  firing,  the  waveform  is  transmitted 
through  the  water  and  received  by  the  Tektronix  RTD720A.  Additional  time  is  inserted  to 
allow  for  digitization  of  the  waveform  (Figure  18).  In  Figure  19,  the  RECEIVE  icon  reads 
up  to  2000  waveform  data  bytes  fi'om  GPIB  address  20.  Next,  COLLECT.  VI  writes  this 
information  to  the  open  file  (Figure  20).  A  Wmt  time  of  one  second  was  programmed  in 
after  this  operation  (Figure  21). 

To  determine  the  current  receiver  position  in  the  collection  plane,  the  inner  loop 
uses  row/column  length  and  the  "i"  counter  from  the  outer  loop.  These  two  values  are 
multiplied  together,  added  to  "i  +  1"  form  the  inner  loop,  and  compared  to  the 
computation  of  ”i  +  1"  firom  the  outer  loop  times  row/column  length.  If  the  comparison  is 
equal,  the  TRUE  case  structure  (Figure  22)  within  frame  7  of  the  inner  loop  structure  will 
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execute.  COLLECT.  VI  has  determined  that  the  receiver  just  collected  data  from  the  last 
column  of  the  present  row  and  the  current  file  is  closed.  The  next  frame  within  this  case 
structure  (Figure  23)  contains  a  code  interface  node  to  activate  the  vertical  stepper  motor. 
The  proper  number  of  steps  to  move  and  direction  for  each  stepper  motor  is  sent  to 
MOVE.C  such  that  the  receiver  is  moved  down  to  the  next  row.  After  a  one-half  second 
wait  (Figure  24),  the  receiver  is  moved  back  to  the  beginning  of  the  row  (Figure  25).  This 
is  accomplished  using  an  additional  code  interface  node  for  MOVE.C.  Note  that  the 
correct  number  of  steps  to  move  the  horizontal  stepper  motor  has  to  be  calculated  within 
this  frame  structure.  Wtut  time  is  again  employed  at  the  end  of  this  operation  (Figure  26). 

Figure  27  shows  a  FALSE  case  structure  which  is  executed  when  the  conditions 
for  a  TRUE  case  structure  of  Figure  22  are  not  met  ( i.e.,  the  receiver  is  not  positioned  at 
the  end  of  the  present  row).  In  this  case,  the  code  interface  node  activates  the  horizontal 
stepper  motor  via  MOVE.C  and  the  receiver  is  moved  to  the  next  data  collection  point  of 
that  row.  COLLECT.  VI  is  idle  for  two  seconds  (Figure  28)  at  the  completion  of  receiver 
movement  to  allow  for  any  \dbrational  movements  of  the  receiver  plexiglass  structure  to 
cease. 
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IV.  SYSTEM  OPERATION 


A.  GENERAL  PROCEDURE 

Steps  have  been  developed  to  prepare  the  data  collection  system  for  use.  These  steps 
are  general  guidelines  which  have  evolved  from  use  of  the  system. 

1.  Hardware  Conflguration 

After  the  scanning  tank  has  been  filled  and  sited  under  the  frame,  both 
transmitter  and  receiver  can  be  immersed  and  positioned  relative  to  each  other.  It  is 
necessary  that  the  transmitter  be  firmly  mounted  onto  the  plexiglass  fixture  using  the 
rubber  gasket  such  that  a  watertight  seal  is  made  between  the  transmitter  itself  and  coaxial 
cable.  The  movable  slide  upon  which  the  plexiglass  and  transmitter  are  attached  is  then 
positioned  at  the  desired  distance  ff^om  the  receiver.  This  distance  is  from  the  face  of  the 
transmitter  to  the  face  of  the  receiver.  Both  transmitting  and  receiving  surfaces  must  be 
parallel  to  each  other.  It  is  best  to  manually  op^n^te  the  Wavetek  270  pulse  generator  and 
Tektronbc  RTD720A  at  this  point.  By  manuaUy  pulsing  the  generator,  captured  waveform 
bursts  can  be  observed  on  the  Tektronix  RTD720A  and  any  necessary  adjustments 
recorded  for  later  incorporation  into  COLLECT.  VI.  As  a  final  check,  insure  that  all  cables 
are  connected  to  the  various  instruments  and  that  there  are  no  obstructions  impeding  the 
movement  of  vertical  and  horizontal  slides. 
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2.  Lab  VIEW  Front  Panel  and  Diagram 

Choose  the  desired  options  on  the  front  panel.  If  it  is  necessary  to  change  the 
settings  of  Wavetek  270  and  Tdetronix  RTD720A  (Figures  9  and  10),  go  into  the  block 
diagram  and  use  the  Lab  VIEW  operating  tool  to  enter  new  values.  Note  that  all  changes 
will  be  effected  using  the  LabVIEW  operating  tool.  Other  changes  which  might  be 
necessaiy  are  steps  to  send  C-code  (Figures  4,  5,  6,  and  7)  and  Steps  for  Prepositioning 
(Figure  13).  If  the  receiving  plane  is  changed  from  a  4  inch  by  4  inch  plane  to  a  3  inch  by  3 
inch  plane,  then  steps  to  send  C-code  and  Steps  for  Prepositioning  will  have  to  be 
recalculated  following  the  same  guidelines  as  shown  in  Figure  8.  The  directory  and  file 
name  to  which  the  data  is  written  can  be  changed  too.  This  is  done  in  Figure  1 5.  To  the  far 
right  of  the  outer  loop  structure  contained  within  frame  4  are  the  file  directory  and  name. 
As  programmed,  COLLECT.  VI  writes  to  drive  d  into  directory  dat32a  as  shown  by 
d:\dat32a  It  is  necessaiy  that  this  directory  be  created  prior  to  running  COLLECT. VI. 
COLLECT.  VI  will  create  all  necessary  files  into  which  data  is  stored,  but  it  will  not 
automatically  create  the  directory  to  which  the  files  are  written.  The  name  of  the  file  is 
shown  by  data%dtxt.  The  name  data  and  the  three  letter  extension  .txt,  can  be  changed, 
but  the  characters  %d  must  be  left  unaltered  in  the  corresponding  position  as  shown.  The 
characters  %d  are  used  by  LabVIEW  to  insert  an  integer  which  corresponds  to  the  current 
row  of  the  collection  plane. 
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3.  M^avefonn  Data  and  Format 

After  COLLECT. VI  is  run,  the  waveform  data  can  be  viewed  upon  exiting 

Lab  VIEW  and  going  into  the  file  itself  Each  individual  digitized  waveform  is  preceded  by 

the  word  "curve"  as  seen  in  the  file.  Actual  waveform  data  is  written  in  binary  format.  All 

recorded  data  is  ready  for  immediate  processing  after  the  program  is  finished.  An  acoustic 

waveform  collected  from  the  system  is  shown  in  Figure  29.  Similar  to  what  is  seen  on  the 

Tektronbc  RTD  720A,  the  waveform  is  plotted  in  relative  amplitude  vs.  time.  This 

waveform  was  taken  on  row  32,  column  32  of  a  64x64  collection  density  setup  using  a 

circular  acoustic  transmitter.  When  the  Tektronix  720A  digitizes  this  waveform,  it  breaks 

the  time  axis  into  1024  points.  (Note  that  the  Tektronix  RTD720A,  as  described  in  this 

thesis,  was  programmed  for  512  points  as  shown  by  acquisiticm  length  in  Figure  10.) 

Figure  30  is  the  actual  ultrasonic  difi&action  pattern.  This  graph  was  created  by  taking  the 
relative  amplitude  of  the  80**  point  for  each  of  the  4096  individual  data  collection  points 
of  the  64x64  collection  density  plane.  The  shape  of  the  source  (transmitter),  as  can  be 

inferred  firom  Figure  30,  is  circular. 
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V.  SUMMARY 


This  thesis  presented  an  effective  method  by  which  a  pulsed  ultrasonic 
waveform  collection  chamber  system  could  be  constructed.  Most  components  used  were 
those  vduch  were  readily  available  in  the  laboratory  or  could  be  fabricated  at  minimal  cost. 

Initially,  the  primary  focus  was  on  identifying  candidate  hardware  and  software 
for  the  system.  It  was  decided  that  all  components  would  be  chosen  in  view  of  how  they 
could  be  implemented  with  Lab  VIEW.  This  was  done  so  that  data  collection  would  be 
totally  automated,  requiring  no  attention  from  the  operator  while  COLLECT.  VI  was 
running.  It  has  been  determined  that  several  modifications  to  the  system  could  enhance  the 
data  collection  process.  One  such  improvement  would  be  the  ability  to  control  the  stepper 
motors  manually  while  in  the  LabVIEW  environment  instead  of  from  the  DOS 
environment  using  MD-2MOVE.  These  improvements  would  ease  positioning  the 
receiver.  Other  modifications  could  have  been  made  to  COLLECT.  VI  in  regards  to 
directory/file  manipulation,  such  as  enabling  changes  to  be  made  from  the  front  panel. 

The  end  goal  of  this  thesis  effort  was  to  build  a  system  which  would  be  simple 
and  effective.  These  objectives  have  been  accomplished  using  available  materials  as 
outlined. 
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APPENDIX  A.  SOURCE  CODE  FOR  PREPOS.C  AND  MOVE.C 


The  following  source  code  is  that  which  was  used  to  modify  MD-2SUBC.C.  This 
code  was  inserted  within  the  body  of  MD-2SUBC.C  and  saved  under  PREPOS  C  or 
MOVE.C. 


PREPOS.C. 

CIN  MgErr  CINRun(int32  *varl) 

{ 

motor  =  34;  /•  initialize  ports  for  motors  3&4  •/ 

mdJ2init( ); 

move_action  =  's'; 

steps Jo_move[3i  =  *varl; 

steps  to_move[4]  =  0; 

spee^3]  *  14000; 

direction[3]  =  f ; 

md2_mov^ ); 

steps_to__move[3]  =  0; 

stepsjto_move[4]  =  *varl; 

sp^[4]  =  14000; 

direction[4]  =  'f ; 

md2_move( ); 

md_2reset( ); 

return  noErr; 


CIN  MgErr  CINInit(void)  (return  noErr;} 

CIN  M^rr  CINDispose(void)  (return  noErr;} 
CIN  MgErr  CINAbort(void)  (return  noErr,} 

CIN  MgErr  CINLoad(Ra’cFile  rf)  (return  noErr;} 
CIN  MgErr  CINUnload(void)  (return  noErr,} 
CIN  MgErr  CINSave(RsrcFile  rf)  (return  noErr;} 
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MOVE.C. 


char  dir3; 

char  dir4; 


CIN  MgErr  CINRun(int32  •varl,  int32  •var2,  mt32  *var3,  int32  *var4) 


if  (•var2  Nl) 
{dir3  =  T;} 
if  (*var2  !=2) 
{dir3  =  V;} 


if(*var4  !=1) 
{dir4  =  T;} 
if  (♦var4  !=2) 
{dir4  =  'r’;} 


/*  direction  for  motor[3]  */ 

/•  forward  'f  is  up;  reverse  V  is  down  */ 


/*  direction  for  motor[4]  */ 

/*  forward  'f  is  left;  reverse  'r*  is  right  */ 


motor  =  34;  /*  initialize  ports  for  motors  3&4  */ 

md2_init( ); 

move_action  =  's'; 

speed[3]  =  14000; 

steps_to_move[3]  =  •varl; 

direction[3]  =  dir3; 

md2_mov^ ); 

speed[4]  =  14000; 

steps_to_move[4]  =  *var3; 

direction[4]  =  dir4; 

md2_mov^  ); 

md2_reset( ); 

return  noErr; 


CIN  MgErr  CINInit(void)  {return  noErr;} 

CIN  MgErr  CINDispose(void)  {return  noErr;} 
CIN  MgErr  CINAbort(void)  {return  noErr;} 

CIN  MgErr  CINLoad(RsrcFile  rf)  {return  noErr;} 
CIN  MgErr  CINUnlo^(void)  {return  noErr;} 
CIN  MgErr  CINSave(RsrcFile  rf)  {return  noErr;} 
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APPENDIX  B.  COLLECT. VI  GRAPHICAL  CODE 


This  appendix  contains  all  graphical  code  for  COLLECT.  VI.  Each  block  diagram 
executes  in  the  order  shown  (exactly  as  it  occurs  in  the  program). 


c<'i  I  f  r  I  VI 


FUe  EM  Operate  Controla  Wimiowt  Text 


ni-i  1^ 


leceivw  a  eooow|iiih6d  by  offteiiiQ  ex  wcwvw  onthcteine 

TNteanbadofwiMnual^byuiinglheini^ZiiiavaiimgtMi  OnedMtitdana.chooM‘Vw“io 

•  V«-  - - •- _ - 

wfww  rof  concnon, 


il  Coiiiciian  dtriii^  ef  noMyrg  piM  fht  Mccwirv)  itew  it  a  &«»>  fou-iri^  by 
itqutttL  HoMivai.  >w  numbaf  d  ooltelion  peHt  can  ba  adjutlad  to  4^64  M 12B  pat 
dda.  TMi«aaani4io«Mb)i4oakam,32ioiiwtv32oduRra.alc...ataanlidVcaMig 
Via  laoaNfip  plvta  rto  a  mdric  Hiq^ih  nudtara  ad  yiald  nota  cdacbon  pcidt.  Itmt  an 


-LJ-.....-  iV-.-  ALv  1 J.’  ,  .1: 


it fl>al  poind  atjcdatlhaniiw^d _ 

iiaatdinlhaiacaivingplina  Ttia  it  lha  nw 
InA  imdipied  by  4ia  column  bndK 


Cuwent  Portion 


EU 


E=3  EZJ 


Figure  3.  Front  Panel. 


(  lil  I  M. !  .VI  Jiiii 


Figure  4.  Block  Diagram  00.  4x4  Collection  Density  Setup. 
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Figure  5.  Block  Diagram  01.  32x32  Collection  Density  Setup. 
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Figure  6.  Block  Diagram  02.  64x64  Collection  Density  Setup. 
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( ot  I  ^  c r.vi 


Derate  Funcdone  Wlndo%ra  Text 


igw^calwilenQlM 

iogml 


3:  ColDeliondMtHlyafiaeDMngpiiM.  ThaMCDNngplanDiiDfiNMlteu-iKhbytou-mcti 
•quet.  HoMevw.lheninfaDiaf  caledianpointto«)be«4ueDdlo4.32£4ot126pet 
■ids.  ThH  inMra4ioimby4cdumm.32iewKby32eokjmra.ttc...Mtanli^caiving 
the  fDCCM^  pltnD  tto  d  mDtRN.  Highot  nunbnt  Mfl  jmU  more  cdodion  poinlt,  Ihut  on 


Figure  7.  Block  Diagram  03.  128x128  Collection  Density  Setup. 
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Figure  9.  Block  Diagram  ITO.  Initialization  of  Wavetek  270. 
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Figure  10.  Block  Diagram  ITl.  Initialization  of  Tektronix  RTD720A. 
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Figure  11.  Block  Diagram  IF.  Iiutialization  Bypass. 


N 
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Figure  12.  Block  Diagram  2.  Wait  Time  of  0.5  Seconds. 
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Figure  13.  Block  Diagram  30.  Prepositioning  of  Receiver. 
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Figure  14.  Block  Diagram  31.  Bypass  Prepositioning. 
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Figure  16.  Block  Diagram  41 .  Wait  Time  of  1 .0  Seconds. 
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Figure  17.  Block  Diagram  42.  Wavetek  270  Pulse  Firing. 


Figure  18.  Block  Diagram  43.  Wait  Time  of  3.0  Seconds. 
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Figure  20.  Block  Diagram  45.  Write  to  Data  File. 
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Figure  21.  Block  Diagram  46.  Wait  Time  of  1.0  Seconds. 


49 


J 


Figure  22.  Block  Diagram  47T0.  Close  Current  File. 
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Figure  23.  Block  Diagram  47T1.  Move  Receiver  Down. 
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Figure  24.  Block  Diagram  47T2.  Wwt  Time  of  0.5  Seconds. 
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Figure  25.  Block  Diagram  47T3.  Move  Receiver  Left. 
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Figure  26.  Block  Diagram  ATT  A.  Wait  Time  of  0.5  Seconds. 
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Fig^^e  27.  Block  Diagram  47F.  Move  Receiver  Right. 
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